In conventional gamma-ray spectrometry, the probability of pile-up effects is considered to be proportional to the deadtime, and is usually neglected for low dead-times (below 4-5%). In gamma-gamma coincidence spectrometry, though, while the dead time takes into account only events that are actually digitized, the pile-up effects are proportional to the actual gamma-ray detection rate in each detector, not only to the ones that trigger the coincidence gate. Thus, the pileup corrections may not be so easy to assess as in single spectrometry systems. In this work, a system composed of two HPGe detectors coupled to a CAEN v1724 digitizer is studied. A 3kBq 60 Co source was analyzed, both alone and in the presence of other radioactive sources (  137 Cs,  133 Ba and   152 Eu), and the resulting coincidence peak areas were compared to assess the effectiveness of two distinct corrections: a simple normalization by the live time of acquisition and the normalization by the count rate obtained using a pulse generator. The results obtained stress the need to use the pulse generator in this specific setup in order to get accurate results.
INTRODUCTION
In gamma-ray spectrometry, analog voltage pulses from a detector are digitized and transformed to a discrete scale, usually either from 1 to 4096 (12 bits) or from 1 to 8192 (13 bits), and then histogrammed to build a spectrum. The digitalization process is rather fast, taking at most a few microseconds per pulse [KNOLL, 2011] , but still there is the possibility that two (or more) pulses arrive at the analog-to-digital converter (ADC) within this time period, resulting in a mistaken result at the output of the ADC -this effect is usually referred to as "pulse pile-up".
In conventional gamma-ray spectrometry, where a single HPGe detector is used, the probability of pile-up effects is considered to be proportional to the system's dead-time (the amount of time where the system is actually frozen, waiting for the ADC to perform the conversion), and the treatment of pile-up is usually neglected for low dead-times (below 4-5%). In fact, a previous work has shown that, both for conventional and Digital Signal Processing -DSP -systems, the pile-up corrections are sufficiently low for dead-times below 10% [MASCARENHAS, 2015] .
Gamma-gamma coincidence, however, is a technique where two or more detectors are used, and the system only records events in which two or more detectors have registered the detection of radiation within a given time window. In this case, the detection efficiency is drastically reduced by the coincidence requirement, so the rate of registered events -and, consequently, the dead time -is quite low.
Opposite to the dead time, though, the pulse pile-up probability isn't reduced by the low detection rate, as it only depends on the total gamma-ray emission rate, not on the rate in which events are recorded. For this reason, the pile-up corrections may not be so easy to assess as in single spectrometry systems, and it is expected that this correction may be rather large and somewhat independent of the count rate, especially when intense non-coincident gamma-rays are present.
The Pulser Method
One of the most frequently used methods for the correction of count losses in nuclear spectroscopy is the pulser method [WIERNIK, 1971] , which consists in using a pulse generator coupled to the input of the acquisition system. In this case, the pulser will produce a peak in the gamma-ray spec-G. Zahn, et. Al. • Braz. J. Rad. Sci. • 2019 3 trum, and the total area of this peak can be used as a very precise chronometer -ideally, the peak area would be the sum of all pulses emitted by the generator during the experiment but, as these pulses are subjects to the same losses as the detector's ones, the effective area can be used to precisely estimate the total count losses, either from pile-up, dead time or any other possible sources.
In this method, the observed area (or count rate) of each peak in the spectrum is divided by the area (or count rate) of the pulser peak; in absolute measurements, this result is then multiplied by the pulser frequency in order to obtain the true count rate for each peak, but in relative measurements this latter procedure can be safely disregarded, provided that the pulse generator frequency remains constant.
In gamma-gamma coincidence experiments, the pulser must be coupled to the input of all detectors, and the coincidence between generator-originated pulses must be used as the normalization factor [YOHO, 2016] .
MATERIALS AND METHODS
The detector setup consisted in two coaxial Ortec HPGe detectors (10% and 15% nominal relative efficiency), positioned at 180 degrees from each other, with a face-to-face distance of 3.0 cm, where the radioactive sources are positioned halfway. The detectors were directly coupled to a CAEN v1724PHA Digital Signal Processing (DSP) acquisition system, which was then connected to a PC and controlled by CAEN's MC2 Analyzer software [CAEN, 2017] . A Ortec 419 pulser was coupled to the "test" input of both detectors, and the pulse height was selected so that in one of the detectors it appeared in the region above 2000 keV, which is clean of spectral interferences -as the detectors have different characteristics, in the other detector the pulser peak appeared at 770 keV.
As the region around 770 keV is very interference-prone, a choice was made to perform the gates in the 2100 keV peak on the other detector, and then, as the resulting "coincidence-gated" spectra are very clean of interferences (as only events coincident with the 2100 keV peak are recorded, Compton, bremsstrahlung and spectral interferences are removed), the 770 keV peak area on those spectra can be precisely analyzed. As the observed time resolution of the system was of approximately G. Zahn, et. Al. • Braz. J. Rad. Sci. • 2019 4 200ns, the coincidence resolution time was set to 800ns, in order to allow for precise subtraction of accidental events.
Data Acquisition, Reduction and Analysis
The data acquisition was performed in "list mode", where the acquisition system generates a list of the registered events one by one, and the histogramming is performed off-line. As the CAEN system generates one output file for each detector with the timestamp of the event (in tens of ns from the start of acquisition) and the channel, the first step was to compare the timestamps and align the coincident events (the CAEN system generates some "ghost", non coincident events in the final list mode file, so these had to be properly eliminated), generating a single file where coincident events are registered sequentially, with three fields: time difference between detectors, channel in detector 1 and channel in detector 2.
The total events in these list mode files were histogrammed for both detectors and for the time difference, and the time spectrum was used to define the region of interest and the regions where events are considered to be completely accidental (see Fig.1 ), so that the accidental coincidences can be properly subtracted from the total events (see, for instance, [WAPSTRA, 1965] ), generating a gamma-gamma matrix of real coincidence events and one spectrum file with the total real events for each detector. and the region where there are both real and accidental events -the narrow peak originates from the pulser, whereas the wider one is from the detector events.
Finally, using the total projection spectrum from detector #1, the regions associated with both 60 Co peaks and with the pulse generator were selected (see Fig.2 ) and the gamma-gamma matrix was "gated" in each of these regions, generating one "gated" spectrum for each of these peaks containing only the gamma-rays that were detected in coincidence with that particular peak. These gated spectra were then analyzed using Canberra's Genie2000 software, generating a list of the identified peaks, their count rates (counts per second of live time, as reported by the acquisition system) and the uncertainty. For each measurement, the peak rates obtained for the interest peaks in the gated spectra (1332keV in the 1173keV-gated spectra, 1173keV in the 1332keV-gated spectra) were averaged (weighted averages were adopted) and then the final results were analyzed in two different ways:
• To check if the pulser correction is really required, the count rate averages (which had already been tentatively corrected for the dead time, as the total counts were divided by the live time reported by the CAEN system) obtained for 60 Co in each measurement were compared to the count rates obtained when only the 60 Co source was present -these results were labeled "uncorrected";
• To check if the pulser correction is effective, for each measurement the count rate averages obtained above were divided by the pulser count rates (the count rate of the 770keV peak observed in the 2100keV-gated spectra) obtained for the same measurement, and these results were then compared.
Radioactive Sources and Dead Time Compensation
For the verification of the correct compensation for count losses, first a calibrated 60Co source was counted and the count rates for the coincidence peaks (1173 x 1332 keV and 1332 x 1173 keV)
were obtained, together with the pulser coincidence peak. Then, the same 60 Co source was counted, in the exact same geometry, together with combinations of 137 Cs, 133 Ba, and 152 Eu sources, in order to verify if the registered 60 Co count rate is constant -as it should if the count losses are well taken care of, as the 60 Co source and geometry are the same. The activities of these radioactive sources are shown in Table 1 . The additional sources selected all had much larger activities than the 60 Co source, in order to thoroughly test the corrections, and it must be noted that, while 133 Ba and 152 Eu contribute to both dead time and pile-up, the decay of 137 Cs doesn't produce any real coincident gamma rays, so it will contribute only to pile-up, and not to dead time. 
RESULTS AND DISCUSSION
The results obtained for the 60 Co count rates without the pulser correction are shown in Fig.3 
CONCLUSION
The results obtained show that a careful correction for count losses is essential in the analyses of gamma-gamma coincidence measurements performed using the CAEN v1724 system, as the simple dead time correction often used in singles spectroscopy, when the final counts are divided by the live time of acquisition, resulted in losses of up to 60%. On the other hand, the results show that the use of a pulse generator effectively compensated for the count losses, even in the case when the total added activity was 35 times larger than the activity of the original 60 Co source.
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